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OITMCAHME TUIIA CPEJICTBA USMEPEHUU

Kanubparops! naBnenus rpy3onopiuHessie T u DM

Ha3zHaueHue cpeacTBa usMepeHui
KanuGpatoper maBnenus rpysonmopmHeBble 1 u DM mpennasHaueHsl Uit U3MepeHHi
U30BITOYHOI'O IaBJICHUS U BOCIIPOM3BEACHUS €IUHHUIIbI JaBIICHHS.

Onucanue cpeacTBa H3MepeHU

Ilpunnmn geiicTBUS KanuOpaTOpoOB HaBiieHMs: rpy3onopiiHeBbix T W DM ocHoBaH Ha
YPaBHOBEIUMBAHUH CHJIBI, JICUCTBYIOIIEH HA HHOKHMH TOpEL HEYIIOTHEHHOTO MOPIIHS, CyMMAapHbIM
BECOM IIOPIIHS, IPY30IPHEMHOr0 YCTPOHCTBA M HAK/IaJAbIBAEMBIX Ha HETO IPY30B.

KanuOparoper nasnenus rpysonopmsessie T u DM cocTosT u3 u3MepuTebHON MOPIIHEBOH
cucremel (MIIC), xomnekra rpy3oB U yCTpoicTBa Ul CO3JaHMs W Toiepxanus nasieHus. UIIC
COCTOMT W3 LUIIMH/IPA U MPHTEPTOro K HEMY MOPIIHA, Ha KOTOPBIH YCTaHABIMBAETCS IPY30IPHEMHOE
YCTPOMCTBO. JIJIsi yCTpaHEHMs BIMSHHS XHUAKOCTHOTO TPEHHS MEXJIY MOPUIHEM M IHJIMHIPOM B
NPOLECcCe UBMEPEHUH MOPLIEHD ¢ TPY30IPUEMHBIM YCTPOHCTBOM M Ipy3aMM IPHBOMISAT BO BpAILLEHUE
ot pyku. ITonoxenne paBHOBECHS MOPIIHS COOTBETCTBYET CPEAHEMY 3HAUYEHHMIO €ro paboyero xoja u
(bHKCHpYETCs BU3YaJBHO.

Kommiekr rpy3oB mnpeaHa3sHauyeH [Uisi YPaBHOBEIIWBAHHS H3MEPSIEMOro JaBjieHHs. B
COOTBETCTBHH C 3aKa30M KOMIUIEKT IpPYy30B MOXET OBITh IIOJOTHAH IO MECTHOE YCKOPEHHE
CBOOOIHOTO NajieHHs B OAHOM u3 cneayroumx eauauir: MIla (kI1a), 6ap, kre/cm?,

B Ka4yecTBe HCTOYHMKA NAaBJIECHMS HCIIONb3YETCS PyYHOU PhIYaXHBIM MOpLIHEBOH Hacoc. Hacoc
MMEET MEPEKIIoYaTellb IPOUM3BOJUTENBHOCTH Ul OBICTPOrO 3aroJIHEHHs U 00ECHEYEHMs IIAaBHOTO
M3MEHEHHs JaBieHus. B xauectBe paboueif JKMIKOCTH B HACOCE HCMOJIB3YIOTCA: Macio,
JUCTUIIJIMPOBAHHAs BOJA WIIA BOJHO-CITMPTOBAs CMEChH,

Kanubpatops! naBnenus rpysonopmseBsie DM ortnuuarores ot kamubparopos T nanuunem
BTOPO# HU3MEPHUTENBHON MOPUIHEBOM CHCTEMBL. OO U3MEPUTENbHBIE CUCTEMbI Pa3MEIIeHbl Ha OJ(HOM
MOJICTABKE M COEIMHEHBI C OJTHUM HACOCOM Yepe3 MepeKTFOYarOIIUHCs KIIalaH.

OOt Bua KanubpaTopos JasieHus rpysonopiaeBsix T n DM nokasan Ha pucyHkax 1, 2.

Pucynoxk 1 — O6mmuit BUA kamHOpaTOpOB AABICHHUS IPY30MOPIIHEBLIX T
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Pucynox 2 — O6mmumii Bu kanubpaTopoB JAaBJeHUs TPy30nopIiHeBsx DM

[InomOupoBanue KamuOpaTOpoB JaBieHus rpy3onopuHeBsx T u DM He npemycMoTpeHo.

IIporpammHoe obecnedenue
OTCYTCTBYET.

MBTPOJIOI‘HHCCRHG H TEXHHYECKHE XapaKTepPHCTHKH

Tabnuna 1 — MeTposiornyeckue XapaKTepUCTHKH

Haumenosanue XapaKTEPHCTHKH

3HayeHue

Kanubparops! naBiieHus
rpy3onopiiHessie T

Kanubpatops! naBienus
rpysonopusessie DM

Jlnana3zonsl u3MepeHui
(BocnipousBenenus ), MIla

(ot 0,1 10 4); (ot 0,1 0 7);
(ot 0,1 70 10); (ot 0,2 1m0 20);
(ot 1 no 40); (ot 1 mo 70);
(ot 1 no 100)

(ot 0,1 mo 4)/(ot 1 no 40)
(ot 0,1 mo 7)/(ot 1 0 70)
(ot 0,1 mo 10)/(or 1 mo 100)

[Ipenenst gonmyckaemoii
OTHOCHTEJIbHOM Mmorpemsoctu, %*

40,015

w025

[Ipumeuanue:

* B OCHOBHOM nuana3zone usmepenuii ot 0,1-Pmax 10 Pmax morpemnocts Hopmupyeres B % ot
U3MEpPsIEMO# BEIMYUHEI, B JIONOJHUTEIBHOM JMana3oHe u3Mepenuii or Pmin 10 0,1-Pmax

NOTpeIHOCTh HopMupyeTes B % ot 0,1 -Pmax,
rae Pmin- Hiknuil npenen uaMepenni, Pmax — BepXHuii npenen uaMepenuit

Tabnnna 2 — OcHOBHBIE TEXHUYECKHE XapAKTEPUCTUKH

Haumenosanue XapaKTCpHCTHKH

3HaueHue

Kam6patops! naBneHus
rpysonopiisHessie T

Kanmbparops! naBineHus
rpysomnopuaeBsie DM

Temneparypusii koa¢ puument, 1/°C

0,000028

Macca, kr, He Dosee

23

Macca rpy3os, kr, He 6oJiee

oT 25 5o 95
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"HamMeHOBaHUE XapaKTEPHCTHKH 3HayeHue
Kanubparoper nasnenus | KanmuGpatops! naBnenus
rpy3onopuiaessie T rpy3onopusesbie DM
["aGapuTHBIE pa3Mepsl
(WIMHAaXIIMPHHAXBRICOTA), MM, HE Dosee 800%230x500 550%230x500 (nacoc)
380x250%500
(mrarpopma ¢ UIIC)
YcioBus SKCIUTyaTaLluu:
- TEMIIepaTypa OKpyxarowen cpezpl, °C ot +10 go +30
- OTHOCHTEJbHAs BJIAXKHOCTb, %0 ot 20 1o 90
Cpok ciyx0bl, JIeT 7

3Hak yTBepiKIeHHs THIIA
HAHOCHTCS Ha INWIHOUK KanubpaTopa JaBi€HUS TPY3ONOPLIHEBOTO MW Ha THUTYJIBHBIA JIMCT
PYKOBOJICTBA IO 3KCIUIyaTalliH THIIOTPadCKUM CIIOCOO0M.

KoMIJIEKTHOCTD CpeacTBa U3MepeHui

Tabmuna 3 — KOMIJIEKTHOCTh CPEACTBA H3MEPEHUH

HanmeHnoBaHue O06o3HayeHue KonuuectBo
Kanubpartop gaBjieHUs TPy30MOPIIHEBON T wnu DM 1 .
PyKOBOJICTBO MO 3KCILTyaTallui - 1 oK3.

Iloepxa
ocymectBisiercs o gokymenty PT-MII-5036-443-2017 «['CH. KamuOpatopbl —AaBjieHHs
rpysonopHeBble T u DM. Mertonuka mnoBepku», yTBepikaeHHomy PBY «Pocrect-Mocksay
23 Hos6ps 2017 .

OcHOBHBIE CPEACTBA TOBEPKH:

- MaHOMETpPbI U30bITOYHOTO JAaBieHus rpysonopiHeBbie MII-60, MII-600 kiacca ToYHOCTH
0,01 (perucrparmonnbiii Homep B @enepansHoM HHGopmauorHOM donae 31703-06);

- propu4nble atanons! o FOCT P 8.802-2012;

- Bechl JlabopatopHble 3eKkTpoHHble LP crnenuanbHOro kiacca (perucTpalMOHHBIA HOMED B
@enepanbrHoM uHGopMamoHHoM (onje 22403-03);

- mukpockon MIIB-3 (perucrpanuonHsid HomMep B PenepanbHoM HHPOPMALMOHHOM (oHJE
12045-89);

- cexynnomep Mexanumueckuii COCnp (peructpanuoHHblii Homep B DenepaibHOM
uHpopmanmonsom doune 11519-11).

JlonyckaeTcst IpUMEHEHHE aHAIOTUYHBIX CPECTB MOBEPKU, 0OECTIEUMBAIOIIMX ONpENeIeHne
METPOJIOTHYECKUX XapaKTEPUCTHK MOBEPSIEMBIX CPEACTB U3MEPEHMH ¢ TPeOYEMOH TOYHOCTBIO.

3HaK MOBEPKH HAHOCHTCS B BHJE OTTHCKA MOBEPUTEIBHOTO KIEHMa MM rojorpapuyeckoi
HAKJICHKM Ha CBUIETENILCTBO O IIOBEPKE.

Ceenenusi 0 MeTOQHUKAX (METOAAX) H3MEpeHHH
[PUBEICHB! B OKCIUTyaTallMOHHOM JOKYMEHTE.

HopmaTuBHbIe H TeXHHYECKHE JOKYMEHTbI, YCTAHABJIHBAKMHKE TPeOOBaHUA K KaaudpaTopam
naaBjeHus rpyzonopmueBssiM T u DM

['OCT P 8.802-2012 I'CH. TI'ocynapcTBeHHas MOBEpOYHAs CXeMa JUlsl CPEJICTB M3MEpEHUi
u30bITOuHOTO AapieHus 1o 250 Mlla

Texuuueckas nokymenranus usroropuresss KAMETEK»
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HsroroBurein
AMETEK Sensors, Test and Calibration, Jlanus
Anpec: Gydevang 32-34 P.O.BOX 30 DK-3450 Allerod, Denmark
Tenedon: +45 4816-8000

E-mail: jofra@ametek.com

3aBO-M3rOTOBUTEND

AMETEK M&G, CIIA

Anpec: 8600, Somerset Drive, Largo, Florida 33773, USA
Tenedon: +1 727-536-7831

E-mail: calinfo.fl-lar@ametek.com

3agBuTEIL
Artvik, Inc.
Anpec: 40 West, 37" Street, Suite 803, New York, NY 10018, USA
Tenedon: +1 212-569-5014, dakc: +1 212-569-5017
E-mail: artvikinc@artvik.com

UcnpiTarenbHbIH HEHTP

denepanbHoe Or0KETHOE YupekaeHue «I ocyrapcTBeHHBIH peruoHalbHbIM HEHTP
CTaHJAapTH3ALUK, METPOJIOTHH U UCIBITaHUH B T. MockBey» (PBY «Pocrect-Mocksay)

Anpec: 117418, r. Mocka, HaxumoBckuit npocnexr, a. 31

Tenedon: +7 (495) 544-00-00

E-mail: info@rostest.ru

Artrecrar akkpenuranuu ®BY «PocrecT-MockBay 110 IpOBEIEHHUIO UCIILITAHH CPEICTB
u3MepeHuil B nemsx yreepxkacHus tuna RA.RU.310639 ot 16.04.2015 r.

3amecTuTesnb

PykoBoauteinsa @enepanbHOro
areHTCTBA M0 TEXHHYECKOMY
PETrYIHPOBAHHIO U METPOJIOTHH
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